TM 11-6625-313-40P 


TECHNICAL MANUAL 


GENERA1 SUPPORT MAINTENANCE REPAIR PARTS AND SPECIAL TOOLS LIST 


(INCLUDING DEPOT MAINTENANCE REPAIR PARTS AND SPECIAL TOOLS) 


FOR 
RESISTORS, DECADE 
ZM-16/U (NSN 6625-00-669-0266) 
ZM-16A/U AND ZM-I6B/U 


HEADQUARTERS, DEPARTMENT OF THE ARMY 


27 JULY 1977 


*TM 11-6625-313-40P 


TECHNICAL MANUAL HEADQUARTERS 
DEPARTMENT OF THE ARMY 
No. 11-6625-313-40P WASHINGTON, DC, 27 July 1977 


GENERAL SUPPORT MAINTENANCE REPAIR PARTS AND SPECIAL TOOLS LIST 
(INCLUDING DEPOT MAINTENANCE REPAIR PARTS AND SPECIAL TOOLS) 
FOR 


RESISTORS, DECADE 
ZM-I6/U (NSN 6625-00-669-0266) 
ZM-16A/U AND ZM-16B/U 


Current as of 21 March 1977 


REPORTING OF ERRORS 
You can improve this manual by recommending improvements using DA 
Form 2028-2 (Test) located in the back of the manual. Simply tear out the self 
addressed form, fill it out as shown on the sample, fold it where shown, and drop 


it in the mail. 


If there are no blank DA Forms 2028-2 (Test) in the back of your manual, 
use the standard DA Form 2028 (Recommended Changes to Publications and 
Blank Forms) and forward to the Commander, US Army Electronics Com- 
mand, ATTN: DRSEL-MA-Q, Fort Monmouth, New J resey 07703. 

In either case a reply will be furnished direct to you. 


Шиѕ 
Раде Figure 


plages ао SNE RE ee ee a 
EL (Repair parts ПвЕ, аа se sa al ia dida 
Resistors, Decade ZW-16/U, ZM-16A/U, ZM-16B/U ПИ 
SECTION III. Special tools list (Not applicable) 
National stock number апа part number іпдех............................................. 


ы 


*This manual supersedes ТМ 11-6625-313-40P, 2 April 1973. 


TM 11-6625-313-40P 


SECTION І 
INTRODUCTION 


1. Scope 


This manual lists spares and repair parts; special 
tools; special test, measurement, and diagnostic 
equipment (TMDE), and other special support 
equipment required for performance of general 
support maintenance of the ZM-16/U, ZM-16A/U, 
and ZM-16B/U. It authorizes the requisitioning 
and issue of spares and repair parts as indicated by 
the source and maintenance codes. 


2. General 


This Repair Parts and Special Tools List is divided 
into the following sections: 

a.[Section П. Repair Parts List. A list of spares 
and repair parts authorized for use in the perfor- 
mance of maintenance. The list also includes parts 
which must be removed for replacement of the 
authorized parts. Parts lists are composed of func- 
tional groups in numeric sequence, with the parts 
in each group listed in figure and item number 
sequence. 

b. Section 111. Special Tools List. Not applicable. 

c.| Section IV] National Stock Number and Part 
Numbev Index. A list, in National item identifica- 
tion number (NIIN) sequence, of all National stock 
numbers (NSN) appearing in the listings, followed 
by a list, in alphameric sequence, of all part num- 
bers appearing in the listings. National stock 
numbers and part numbers are cross-referenced to 
each illustration figure and item number appear- 
ance. 


3. Explanation of Columns 


а. Illustration. This column is divided as follows: 

(1) Figure number. Indicates the figure 

number of the illustration on which the item is 
shown. 

(2) Item number. The number used to identify 
item called out in the illustration. 

b. Source, Maintenance, and Recoverability 
(SMR) Codes. 

(1) Source code Source codes indicate the 
manner of acquiring support items for mainte 
nance, repair, or overhaul of end items. Source 
codes are entered in the first and second positions 
of the Uniform SMR Code format as follows: 


Code Definition 

PA — Item procured and stocked for anticipated 
or known usage. 

XD — A support item that is not stocked. When 
required, item will be procured through 
normal supply channels. 

NOTE 


Cannibalization or salvage may be used 

as a source of supply for any items source 

coded above except those coded XA and 

aircraft support items as restricted by AR 

700-42 

(2) Maintenance code Maintenance codes are 
assigned to indicate the levels of maintenance au- 
thorized to USE and REPAIR support items. The 
maintenance codes are entered in the third and 
fourth positions of the Uniform SMR Code format 
as follows: 

(a) The maintenance code entered in the 
third position will indicate the lowest maintenance 
level authorized to remove, replace, and use the 
support item. The maintenance code entered in the 
third position will indicate one of the following 
levels of maintenance: 

Code Application/ Explanation 
Н — Support items is removed, replaced, used at 
the general support level. 

(b) The maintenance code entered in the 
fourth position indicates whether the item is to be 
repaired and identifies the lowest maintenance 
level with the capability to perform complete re 
pair (i.e., all authorized maintenance functions). 
This position will contain one of the following 
maintenance codes: 

Code Application/ Explanation 

Z—  Мопгерагабіє. No repair is authorized. 
(3) Recoverability code Recoverability codes 

are assigned to support items to indicate the dispo- 

sition action on unserviceable items. The recov- 

erability code is entered in the fifth position of the 

Uniform SMR Code format as follows: 


Recoverability 
codes Definition 
Z— МопгерагаЫе item. When unserviceable, 


condemn and dispose at the level indi- 
cated in position 3. 
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c. National Stock Number. Indicates the Na- 
tional stock number assigned to the item and will 
be used for requisitioning purposes. 

d. Part Number. Indicates the primary number 
used by the manufacturer (individual, company, 
firm, corporation, or Government activity), which 
controls the design and characteristics of the item 
by means of its engineering drawings, specifi- 
cations, standards, and inspection requirements to 
identify an item or range of items. 


NOTE 
When a stock numbered item is re- 
quisitioned, the repair part received may 
have a different part number than the 
part being replaced. 


e. Federal Supply Code for Manufacturer 
(FSCM). The FSCM is a 5-digit numeric code listed 
in SB 708-42 which is used to identify the manufac- 
turer, distributor, or Government agency, etc. 

f. Description. Indicates the Federal item name 
and, if required, a minimum description to identify 
the item. 

g. Unit of Measure ((J ІМ). Indicates the standard 
of the basic quantity of the listed item as used in 
performing the actual maintenance function. This 
measure is expressed by a two-character alphabet- 
ical abbreviation (e.g., ea, in, pr, etc). When the unit 
of measure differs from the unit of issue, the lowest 
unit of issue that will satisfy the required units of 
measure will be requisitioned. 

h. Quantity Incorporated in Unit. Indicates the 
quantity of the item used in the breakout shown on 
the illustration figure, which is prepared for a 
functional group, subfunctional group, or an as- 
sembly. 


4. Special Information 


a. Usable on codes are shown in the description 
column. Uncoded items are applicable to all mod- 
els. Identification of the usable on codes used in 
this publication are: 


Code Used on 
AMB ZM-16/U 
AMC ZM-16A/U 
AT5 ZM-16B/U 


b. The following publication pertains to the ZM- 
16U, ZM-16A/U, and ZM-16B/U and its compo- 
nents: 

TM 11-5102, Resistors, Decade ZM-16/U, ZM-16A/ 
U, and ZM-16B/U 


5. How to Locate Repair Parts 


a. When National stock number or part number 
is unknown. 

(1) First. Using the table of contents, deter- 
mine the functional group within which the item 
belongs. This is necessary since illustrations are 
prepared for functional groups and listings are di- 
vided into the same groups. 

(2) Second. Find the illustration covering the 
functional group to which the item belongs. 

(3) Third. Identify the item on the illustration 
and note the illustration figure and item number of 
the item. 

(4) Fourth. Using the Repair Parts Listing, 
find the figure and item number noted on the illus- 
tration. 

b. When National stock number or part number 
is known. 

(1) First. Using the Index of National Stock 
Numbers and Part Numbers, find the pertinent 
National stock number or part number. This index 
is in NIIN sequence followed by а list of part num- 
bers in alphameric sequence, cross-referenced to 
the illustration figure number and item number. 

(2) Second. After finding the figure and item 
number, locate the figure and item number in the 
repair parts list. 


6. Abbreviations 
Not applicable. 
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Figure 1. Resistor Decade ZM 16/ U. 


SECTION II 
(1) 
ILLUSTRATION 
(a) (B) 
FIG ITEM 
NO. NO. 
1 1 

1 1 

1 2 

1 3 

1 4 

1 5 

1 6 

1 7 

1 8 

1 9 

1 10 

1 11 

1 12 

1 13 

1 14 

1 15 

1 16 


CODE 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


XDHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


XDHZZ 


PAHZZ 


PAHZZ 


XDHZZ 


PAHZZ 


PAHZZ 


(3) 
NATIONAL 


STOCK 
NUMBER 


5355-00-518-1802 


5355-00-552-0451 


5940-00-269-2119 


5340-00-571-2569 


5340-00-787-6647 


5330-00-604-78089 


5940-00-269-2220 


5930-00-567-2851 


5905-00-7552-6461 


5905-00-064-0555 


5905-00-803-7811 


5905-00-762-0496 


5905-00-803-7815 


5905-00-803-7816 


NUMBER 


1430-2-3 


SCB8008 


РВ01ҒА04 


8Ср20650-27 


11 


561B100 


PBO1FA03 


рТ101-322 


5МВ188519 


DT101-3F2 


RN65D1002F 


DT1003D2 


DT101-3C1 


SMB90782 


DT101-3C2 


DT101-3H2 


DT101-312 


FSCM 


91802 


80063 


81349 


80063 


0008 


26687 


81349 


08507 


80063 


08507 


81349 


08507 


08507 


80063 


08507 


08507 


08507 
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(6) 


DESCRIPTION 


GROUP 00 RESISTORS, 


ZM-16B/U 


KNOB OR 


KNOB 


POST, BINDING 


CATCH, FASTENER 


HINGE, BUTT 


GASKET 


POST, BINDING 


RESISTOR, FIXED, FILM 


SWITCH, ROTARY 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, WIRE 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


DECADE 2М-16/0,2М-16А/0, 


WOUND 


USABLE ON CODE 


U/M 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


10 


10 


10 


10 


10 


10 


10 


10 


10 
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Figure 2. Resistor Decade 2М16А U. 


SECTION II 
(1) 
ILLUSTRATION 
(a) (B) 
FIG ITEM 
NO. NO. 
2 1 

2 1 

2 2 

2 3 

2 4 

2 5 

2 6 

2 7 

2 8 

2 9 

2 10 

2 11 

2 12 

2 13 

2 14 

2 15 

2 16 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


XDHZZ 


PAHZZ 


XDHZZ 


PAHZZ 


PAHZZ 


XDHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


(3) 


NATIONAL 


STOCK 


NUMBER 


5355-00-518-1802 


5355-00-552-0451 


5940-00-269-2220 


5940-00-269-2119 


5340-00-571-2569 


5330-00-604-7809 


5340-00-787-6647 


5930-00-567-2851 


5905-00-064-0555 


5905-00-803-7811 


5905-00-762-0496 


5905-00-752-6461 


5905-00-803-7815 


5905-00-803-7816 


PART 
NUMBER 


1430-2-3 


SCB8008 


PBO1FA03 


РВ01ҒА04 


8Ср20650-27 


561B100 


11 


SMB188519 


рТ101-322 


RN65D1002F 


DT1003D2 


DT101-3C1 


SMB90782 


DT101-3C2 


DT101-3F2 


DT101-3H2 


DT101-3T2 


FSCM 


91802 


80063 


81349 


81349 


80063 


26687 


00083 


80063 


08507 


81349 


08507 


08507 


80063 


08507 


08507 


08507 


08507 
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DESCRIPTION 


KNOB OR 


KNOB 


POST, BINDING 


POST, BINDING 


CATCH FASTENER 


GASKET 


HINGE, BUTT 


SWITCH, ROTARY 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, WIRE WOUND 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


USABLE ON CODE 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


AMC 


U/M 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 
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Figure 3. Resistor Decade ZM-16B/U. 
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SECTION II 
(1) 
ILLUSTRATION 
(a) (B) 
FIG ITEM 
NO. NO. 

3 1 

3 2 

3 3 

3 4 

3 5 

3 5 

3 6 

3 7 


XDHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


(3) 
NATIONAL 


STOCK 
NUMBER 


5340-00-571-2569 


5340-00-680-37801 


5340-00-787-6647 


5355-00-552-0451 


5355-00-518-1802 


5940-00-269-2119 


5940-00-269-2220 


PART 
NUMBER 


SMC157823 


SCD20650-27 


SCD20650 


11 


SCB8008 


1430-2-3 


РВ01ҒА04 


PB01FA03 


FSCM 


80063 


80063 


80063 


00083 


80063 


91802 


81349 


81349 
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(6) 


DESCRIPTION 


SEAL, RUBBER CHANNEL 


CATCH, FASTENER 


STRIKE, CATCH 


HINGE, BUTT 


KNOB OR 


KNOB 


POST, BINDING 


POST, BINDING 


USABLE ON CODE 


ATS 


ATS 


ATS 


ATS 


ATS 


ATS 


AT52 


ATS 


U/M 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 
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Figure 4. Resistor Decade ZM16B/U Interior View 


SECTION II 
(1) 
ILLUSTRATION 
(a) (B) 
FIG ITEM 
NO. NO. 

4 1 

4 2 

4 $ 

4 4 

4 5 

4 6 

4 7 

4 8 

4 9 

4 10 

4 11 


CODE 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


(3) 


NATIONAL 


STOCK 


NUMBER 


5330-00-764-2356 


5905-00-665-5390 


5930-00-759-5431 


5905-00-883-9198 


5905-00-542-8401 


5905-00-732-3912 


5905-00-269-4637 


5905-00-762-0496 


5905-00-552-3893 


5905-00-922-7088 


5905-00-539-4565 


PART 
NUMBER 


SMC157826 


RN75B1005F 


C212-9230-2 


RN65D1001F 


RN70B1002F 


RN70B1OROF 


DCS1200J1R000F 


SMB90782 


RN70B1000F 


RN75C4871F 


RN70B1004F 


FSCM 


80063 


81349 


71450 


8149 


81349 


81349 


91637 


80063 


81349 


81349 


81349 
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(6) 


DESCRIPTION 


GASKET 


RESISITOR, FIXED, FILM 


SWITCH, ROTARY 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, WIRE WOUND 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


USABLE ON CODE 


ATS 


ATS 


ATS 


ATS 


ATS 


ATS 


ATS 


ATS 


ATS 


ATS 


ATS 


U/M 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


10 


10 


10 


10 


10 


10 


10 


10 
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NATIONAL STOCK NUMBER AND PART NUMBER INDEX 
NOTE: LATEST NATIONAL STOCK NUMBER AND PART NUMBER ASSIGNMENTS ARE INCLUDED AT END OF INDEX. 
FIGURE ITEM FIGURE ITEM 


STOCK NUMBER NO. NO. STOCK NUMBER NO. NO. 

5355-00-518-1802 1 1 5905-00-732-3912 4 6 

5355-00-518-1802 2 al 5905-00-752-6461 1 9 

5355-00-518-1802 3 5905-00-752-6461 2 14 

5905-00-539-4565 4 11 5930-00-759-5431 4 3 

5905-00-542-8401 4 5905-00-762-0496 1 13 
5905-00-762-0496 2 12 
5905-00-762-0496 4 8 
5330-00-764-2356 4 1 

5905-00-552-3893 4 9 5340-00-787-6647 1 4 

5930-00-567-2851 1 8 5340-00-787-6647 2 6 

5930-00-567-2851 2 7 5340-00-787-6647 3 4 

5340-00-571-2569 Y 3 5905-00-803-7811 1 12 

5340-00-571-2569 2 4 5905-00-803-7811 2 11 

5340-00-571-2569 3 2 5905-00-803-7815 1 15 

5330-00-604-7809 1 5 5905-00-803-7815 2 15 

5330-00-604-7809 2 5 5905-00-803-7816 1 16 

5905-00-665-5390 4 2 5905-00-803-7816 2 16 

5340-00-680-3701 3 3 

PART FIG ITEM PART FIG ITEM 

NUMBER FSCM NO NO NUMBER FSCM NO NO 

c212-9230-2 71450 4 3 SCB8008 80063 3 5 

DCS1200J1RO00F 91637 4 7 SCD20650 80063 3 З 

рт1003р2 8507 1 11 SCD20650-27 80063 1 3 

DT1003D2 8507 2 10 SCD20650-27 80063 2 4 

DT101-3C1 8507 1 12 SCD20650-27 80063 3 2 

DT101-3C1 8507 2 11 SMB188519 80063 ak 8 

DT101-3C2 8507 1 14 SMB188519 80063 2 7 

DT101-3C2 8507 2 13 SMB90782 80063 1 13 

DT101-3F2 8507 1 9 SMB90782 80063 2 12 

DT101-3F2 8507 2 14 SMB90782 80063 4 8 

DT101-3H2 8507 1 15 SMC157823 80063 3 1 

DT101-3H2 8507 2 15 SMC157826 80063 4 1 

DT101-312 8507 1 16 11 83 1 4 

DT101-312 8507 2 16 11 83 2 6 

DT101-332 8507 1 7 14. 83 3 4 

DT101-3J2 8507 2 8 1430-2-3 91802 1 1 

RN65D1001F 81349 4 4 1430-2-3 91802 2 1 

RN65D1002F 81349 1 10 1430-2-3 91802 3 5 

RN65D1002F 81349 2 9 561B100 26687 1 5 

RN70B1OROF 81349 4 6 561B100 26687 2 5 

RN70B100F 81349 4 9 

RN70B1002 81349 4 5 

RN70B1004F 81349 4 11 

RN75B1005F 81349 4 2 

RN75C4871F 81349 4 10 

SCB8008 80063 1 1 

SCB8008 80063 2 L 

LATEST NATIONAL STOCK NUMBER ASSIGNMENTS 

STOCK FIG. ITEM 

NUMBER NO. NO. 

5905-00-064-0555 1 10 

5905-00-064-0555 2 

5905-00-269-4637 4 

5905-00-883-9198 4 

5905-00-922-7088 4 10 

ADDITIONAL LATEST NATIONAL STOCK NUMBER ASSIGNMENTS ADDITIONAL LATEST PART NUMBER ASSIGNMENTS 

FIG. ITEM FIG. ITEM 

STOCK NUMBER NO. NO. PART NUMBER FSCM NO. NO. 

5940-00-269-2119 1 2 PBO1FA03 81349 1 6 

5940-00-269-2119 2 3 PBO1FA03 81349 2 2 

5940-00-269-2119 3 6 PB01FA03 81349 3 7 

5940-00-269-2220 1 6 PB01FA04 81349 1 2 

5940-00-269-2220 2 2 PB01FA04 81349 3 6 

5940-00-269-2220 3 7 

5355-00-552-0451 1 1 

5355-00-552-0451 2 1 

5355-00-552-0451 3 5 
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RECOMMENDED CHANGES TO EQUIPMENT TECHNICAL MANUALS 


FROM: (YOUR UNIT’S COMPLETE ADDRESS) 
Commander 


Stateside Army Depot 
ATTN: AMSTA-US 


Stateside, N.J. 07703 
PATE 10 July 1975 


THEN. . .JOT DOWN THE 
DOPE ABOUT IT ON THIS 
FORM, TEAR IT OUT, FOLD 
IT AND DROP IT IN THE 
MAIL! 


DATE 


TM 115840 -340-12 
BE EXACT. . PIN=POINT WHERE IT 15 


23 Jan 74 


IN THIS SPACE TELL WHAT IS WRONG 2% 
AND WHAT SHOULD BE DOME ABOUT IT: 


PAGE РАВА- FIGURE| TABLE 


Recommend that the installation antenna alignment 
procedure be changed throu specify a 2% IFF 
antenna lag rather than 1°. 


REASON: Experience has shown that with only a 1° lag, 
the antenna servo sy is too sensitive to wind 
gusting in excess o knots, and has a tendency to 
rapidly accelerate a celerate as it hunts, causing 
strain to the drive tråin. Hunting is minimized by 
adjusting the lag to 2° without degradation of operatior 


Item 5, Func column. Change "2 db"to "Zap." 


REASON: justment procedure for the TRANS POWER 
FAULT indica calls for a 3 db (500 watts) adjust- 
ment to light the TRANS POWER FAULT indicator. 


TEAR ALONG DOTTED LINE 


шеу step f.l to read, "Replace cover plate removed 
pafe.-l, above." 


To replace the cover plate. 
Zone С 3. On Jl-2, change "+24 VDO to "+5 үрс." 


REASON: This is the output line of the 5 VDC power 
supply. + 2% VDC is the input voltage. 
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TYPED NAME, GRADE OR TITLE, AND TELEPHONE NUMBER 


SSG T. М. DeSpiritof 999-1776 


SIGN HERE: 
a @ 
> ; 


і FORM 
| D Дон 2028 -2 (TEST) | P.5.=-|F YOUR OUTFIT WANTS TO KNOW 


RECOMMENDED CHANGES TO EQUIPMENT TECHNICAL MANUALS 


1 

I 

| 

| 

| » ÍTHEN...JOT DOWN THE 

| DOPE ABOUT IT ON THIS 

| À FORM, TEAR IT OUT, FOLD 
IT AND DROP IT IN THE 

| MAIL! 

| 

| 

| 

| 

| 


BE EXACT. . .PIN—POINT WHERE IT IS | IN THIS SPACE TELL WHAT IS WRONG 
AND WHAT SHOULD BE DONE ABOUT IT: 


TEAR ALONG DOTTED LINE 


i A Se 


PED 
D A 1 oa 2028 -2 (TEST) P.S.--IF YOUR QUTF! 


FILL IN YOUR 
UNIT'S ADDRESS 


DEPARTMENT OF THE ARMY 


OFFICIAL BUSINESS 


PENALTY FOR PRIVATE USE, $300 


US Army Electronics Command 
ATTN: DRSEL-MA-Q 
Fort Monmouth, New Jersey 07703 


FOLD BACK 


REVERSE OF DA FORM 2026.2 (TEST) 


FOLD BACK 
POSTAGE AND FEES PAID - 
DEPARTMENT OF THE ARMY —— 
000-214 тетти 
Commander 


ANIT GILLOG ONOTV AVAL 


RECOMMENDED CHANGES TO EQUIPMENT TECHNICAL MANUALS 


SOMETHING WRONG WITH THIS MANUAL? 


FROM: (YOUR UNIT'S COMPLETE ADDRESS) 


| 

! 

| 

| 

| 

| THEN. . .JOT DOWN THE 

| DOPE ABOUT IT ON THIS 

| : í FORM, TEAR IT OUT, FOLD 
` IT AND DROP IT IN THE 

| MAIL! 

| 

| 

| 

| 

| 


BE EXACT. . .PIN—POINT WHERE IT IS | IN THIS SPACE TELL WHAT IS WRONG 
AND WHAT SHOULD BE DONE ABOUT IT: 


TEAR ALONG DOTTED LINE 


т“ — — — — — --. — — -. —  —  — — 


— 


TYPED NAME, GRADE OR TITLE, AND TELEPHONE NUMBER 


IDA ‚10. 2028-2 (тет) rs w youn our 


OUT YOUR MANUAL "FIND," MAKE 
This AND GIVE IT TO YOUR HEADQUARTERS. 


FILL IN YOUR 
UNIT'S ADDRESS 


DEPARTMENT OF THE ARMY 


OFFICIAL BUSINESS 


PENALTY FOR PRIVATE USE, $300 


FOLD BACK 


POSTAGE AND FEES PAID 
DEPARTMENT OF THE ARMY 
DOD —314 


Commander 

US Army Electronics Command 
ATTN: DRSEL-MA-Q 

Fort Monmouth, New Jersey 07703 


FOLD BACK 


REVERSE OF DA FORM 2028-2 (TEST) 


ANIT GALLOG ONOTY МУЧІ 
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THE METRIC SYSTEM AND EQUIVALENTS 


`NEAR MEASURE 


_ - Centimeter = 10 Millimeters = 0.01 Meters = 0.3937 Inches 
1 Meter = 100 Centimeters = 1000 Millimeters = 39.37 Inches 
1 Kilometer = 1000 Meters = 0.621 Miles 


VEIGHTS 


Gram = 0.001 Kilograms = 1000 Milligrams = 0.035 Ounces 

— 1 Kilogram = 1000 Grams = 2.2 lb. 

1 Metric Ton = 1000 Kilograms = 1 Megagram = 1.1 Short 
Tons 


LIQUID MEASURE 


1 Milliliter = 0.001 Liters = 0.0338 Fluid Ounces 
1 Liter = 1000 Milliliters = 33.82 Fluid Ounces 


APPROXIMATE CONVERSION FACTORS 


TO CHANGE TO 
Їпсїев л u: н sada: Centimeters ........... 
¡O Meters................- 
Yards y zus near ee Меѓетѕ................. 
Miles sl asipar uluya Kilometers............. 
Square Іпеһев................... Square Centimeters. ... 
Square Feet ..................... Square Meters ......... 
Square Yards.................... Square Meters......... 
Square Мйев.................... Square Kilometers..... 
Actress... era oe Square Hectometers ... 
Cubic Еееї....................... Cubic Meters .......... 
Cubic Yards ..................... Cubic Meters .......... 
Fluid Ounces ..................... Milliliters.............. 
ME НИНЕН ae ae Lit So. ai asada qea 
EN Liters. „usa 
O мыл кокк alee aed ЕЗЙ Dita 
DUNA Grams................. 
A a selena АНЬ Kilograms ............. 
Short Топв....................... Metric Tons............ 
Pound-Feet...................... Newton-Meters ........ 
Pounds per Square Inch ......... Kilopascals ............ 
Miles per Gallon................. Kilometers per Liter ... 
Miles per Hour ..... e Kilometers per Hour... 

TO CHANGE TO 
Centimeters..................... Inches ................. 
Meter cio ade Feet... nun. oe vad os 
Meters........................... Уагдч edie! кыы ыкдалы 
Kilometers ...................... Miles.................. 
Square Centimeters ............. Square Inches ......... 
Square Мейегв................... Square Feet............ 
Square Мейетв................... Square Yards .......... 
Square Kilometers............... Square Miles........... 
Square Hectometers............. ACTOS cota ашар 
Cubic Meters.................... Cubic Feet............. 
Cubic Meters.................... Cubic Yards............ 
Milliliters ....................... Fluid Ounces .......... 
Liters) a ala Pints ocea s 
A area НКТ КЕН Quarts................. 
ТРОЕ Gallons ................ 
IMS. сыра ЕСА Ounces ................ 
.ograms_....................... Pounds ................ 
“Metric Төпв...................... Short Tons............. 
Newton-Meters.................. Pounds-Feet ........... 
Kilopascals...................... Pounds per Square Inch 
—lometers per Liter............. Miles per Gallon ....... 
»meters per Hour............. Miles per Hour......... 


SQUARE MEASURE 


1 Sq. Centimeter = 100 Sq. Millimeters = 0.155 Sq. Inches 
1 Sq. Meter = 10,000 Sq. Centimeters = 10.76 Sq. Feet 
1 Sq. Kilometer = 1,000,000 Sq. Meters = 0.386 Sq. Miles 


CUBIC MEASURE 


1 Cu. Centimeter = 1000 Cu. Millimeters = 0.06 Cu. Inches 
1 Cu. Meter = 1,000,000 Cu. Centimeters = 35.31 Cu. Feet 


TEMPERATURE 
5/9(°F - 32) = °С 
212° Fahrenheit is evuivalent to 100° Celsius 
90° Fahrenheit is equivalent to 32.2° Celsius 
32° Fahrenheit is equivalent to 0° Celsius 
9/5C* + 32 ="F 


MULTIPLY BY 


a 
ox 
ы 
к 
ш 
= 
= 
2 
My 
о 


PIN: 017092-000 


